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Case Narrative
Client: Alliant Corporation TestAmerica Job ID: 160-18570-1
Project/Site: ORNL Y-12 Outfall 200 Characterization

Job ID: 160-18570-1

Laboratory: TestAmerica St. Louis

Narrative

CASE NARRATIVE

Client: Alliant Corporation

Project: ORNL Y-12 Outfall 200 Characterization

Report Number: 160-18570-1

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 

limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 
the reporting limits are adjusted relative to the dilution required.

TestAmerica St. Louis attests to the validity of the laboratory data generated by TestAmerica facilities reported herein.  All analyses 

performed by TestAmerica facilities were done using established laboratory SOPs that incorporate QA/QC procedures described in the 
application methods.  TestAmerica’s operations groups have reviewed the data for compliance with the laboratory QA/QC plan, and data 
have been found to be compliant with laboratory protocols unless otherwise noted below.

The test results in this report meet all NELAP requirements for parameters for which accreditation is required or available.  Any exceptions 

to NELAP requirements are noted in this report.  Pursuant to NELAP, this report may not be reproduced, except in full, without the written 
approval of the laboratory.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

All solid sample results for Chemistry analyses are reported on an "as received" basis unless otherwise indicated by the presence of a % 
solids value in the method header.  All soil/sediment sample results for radiochemistry analyses are based upon sample as dried and 

disaggregated with the exception of tritium, carbon-14, and iodine-129 by gamma spectroscopy unless requested as wet weight by the 
client.”

This laboratory report is confidential and is intended for the sole use of TestAmerica and its client.

RECEIPT
The samples were received on 8/10/2016 9:20 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperature of the cooler at receipt was 0.7º C.

Receipt Exceptions

The container label for the following sample did not match the information listed on the Chain-of-Custody (COC): YMTFA 32 SO 002 
(160-18570-8).  The container labels lists YMTFA 32 SO 010, while the COC lists YMTFA 32 SO 002.  Sample was logged per CoC.

TCLP VOLATILE ORGANIC COMPOUNDS (GC-MS)
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3) and YMTFA 43 SO 030D 

(160-18570-4) were analyzed for TCLP volatile organic compounds (GC-MS) in accordance with EPA SW846 Method 1311/8260C. The 

samples were leached on 08/18/2016 and analyzed on 08/21/2016 and 08/22/2016. 

The following compound did not meet the minimum relative response factor limits in the continuing calibration verification (CCV): 
2-Butanone (MEK). A low-level LOQV was analyzed at the reporting limit (5ug/L) and the affected analyte was detected. Target analytes 

TestAmerica St. Louis
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Case Narrative
Client: Alliant Corporation TestAmerica Job ID: 160-18570-1
Project/Site: ORNL Y-12 Outfall 200 Characterization

Job ID: 160-18570-1 (Continued)

Laboratory: TestAmerica St. Louis (Continued)

recovering above the reporting limit will be qualified and reported.  (CCVIS 160-265832/2)

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

TCLP SEMIVOLATILE ORGANIC COMPOUNDS (GC-MS)
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3) and YMTFA 43 SO 030D 

(160-18570-4) were analyzed for TCLP semivolatile organic compounds (GC-MS) in accordance with EPA SW-846 Methods 1311 / 8270D. 
The samples were leached on 08/11/2016, prepared on 08/12/2016 and analyzed on 08/15/2016. 

Surrogate recovery for the following samples was outside the upper control limit: YMTFA 43 SO 030 (160-18570-3) and (LB 
160-264502/1-B).  The samples did not contain any target analytes; therefore, re-extraction and/or re-analysis was not performed.

The laboratory control sample (LCS) and matrix spike (MS) recovered outside control limits for the following analyte: Hexachlorobenzene.  

This analyte was biased high in the LCS and MS and was not detected in the associated samples; therefore, the data have been reported. 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

POLYCHLORINATED BIPHENYLS (PCBS)
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 
(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 
(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for polychlorinated biphenyls (PCBs) in accordance with EPA SW-846 
Method 8082. The samples were prepared on 08/19/2016 and analyzed on 08/22/2016. 

Compound DCB Decachlorobiphenyl (Surr) and the internal standard eluted outside the retention time window on the column for the 
following CCV: (CCVIS 160-265947/3).  This retention time shift was taken into account when reviewing the sample(s) for target 
compounds.

The continuing calibration verification (CCV) recovered above the upper control limit for PCB-1221 from the confirmation analysis.  The 
samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been reported.   

EPA Method 8082/8082A requires a minimum of 3 peaks to be used for PCB quantitation.  Due to the presence of matrix interferences 
and/or multiple aroclors in the following samples, less than 5 peaks were used for quantitation.YMTFA 35 SO 002 (160-18570-7) and 

YMTFA 34 SO 002 (160-18570-9) 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

TCLP CHLORINATED HERBICIDES
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3) and YMTFA 43 SO 030D 

(160-18570-4) were analyzed for TCLP chlorinated herbicides in accordance with SW- 846 Method 9315. The samples were leached on 

08/11/2016, prepared on 08/12/2016 and analyzed on 08/18/2016. 

The CCV recovery for 2,4-D is outside the upper QC limits on the secondary column, but is within the acceptable QC limits on the primary 
column.  There were no hits above the RL on the primary column; thus confirmation was not needed on the secondary column.  The data 

results will be reported from the primary column.  CCV 160-265408/15)

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

TCLP METALS (ICP)

Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 

(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 
(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for TCLP metals (ICP) in accordance with EPA SW-846 Method 

1311/6010C. The samples were leached on 08/11/2016 and 08/19/2016, prepared on 08/16/2016 and 08/22/2016 and analyzed on 
08/17/2016 and 08/23/2016. 

Analytical Batch 160-266197 
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Case Narrative
Client: Alliant Corporation TestAmerica Job ID: 160-18570-1
Project/Site: ORNL Y-12 Outfall 200 Characterization

Job ID: 160-18570-1 (Continued)

Laboratory: TestAmerica St. Louis (Continued)

The ICSA was outside upper QC limits for Arsenic. The concentrations in the samples are less than the reporting limit and do not require 

re-analysis. (ICSA 160-266197/8)

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

TCLP MERCURY

Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 
(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 

(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for TCLP mercury in accordance with EPA SW-846 Methods 

1311/7470A. The samples were leached on 08/11/2016 and 08/19/2016, prepared on 08/23/2016 and analyzed on 08/23/2016 and 
08/24/2016. 

Mercury was detected in method blank LB 160-266072/1-A at a level that was above the method detection limit but below the reporting 

limit. The value should be considered an estimate, and has been flagged.  

The samples were re-digested/re-extracted due to the calibration curve and calibration QC expiring before analysis was able to be 
performed. The MS/MSD was therefore spiked after preservation.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

PERCENT SOLIDS
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 

(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 
(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for percent solids in accordance with EPA Method 160.3 MOD. The 
samples were analyzed on 08/18/2016. 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TRITIUM
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 
(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 
(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for Tritium in accordance with DOE. The samples were prepared on 

08/19/2016 and analyzed on 08/22/2016. 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TOTAL BETA STRONTIUM (GFPC)
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 

(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 

(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for Total Beta Strontium (GFPC) in accordance with SR-03-RC. The 
samples were dried on 08/10/2016, prepared on 08/17/2016 and analyzed on 08/19/2016. 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TECHNETIUM-99 (LSC)
Samples YMTFA 42 SO 030 (160-18570-1), YMTFA 42 SO 030D (160-18570-2), YMTFA 43 SO 030 (160-18570-3), YMTFA 43 SO 030D 

(160-18570-4), YMTFA 49 SO 005 (160-18570-5), YMTFA 36 SO 002 (160-18570-6), YMTFA 35 SO 002 (160-18570-7), YMTFA 32 SO 002 
(160-18570-8) and YMTFA 34 SO 002 (160-18570-9) were analyzed for Technetium-99 (LSC) in accordance with TC_02_RC. The 

samples were prepared on 08/18/2016 and analyzed on 08/22/2016. 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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Login Sample Receipt Checklist

Client: Alliant Corporation Job Number: 160-18570-1

Login Number: 18570

Question Answer Comment

Creator: Clarke, Jill C

List Source: TestAmerica St. Louis

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

N/AThe cooler's custody seal, if present, is intact.

N/ASample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

FalseThere are no discrepancies between the containers received and the COC. Sample #8 COC and container do not match. 
Logged per container.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

N/AContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica St. Louis
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Definitions/Glossary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Qualifiers

GC/MS VOA

Qualifier Description

U Undetected at the Limit of Detection.

Qualifier

GC/MS Semi VOA

Qualifier Description

N MS, MSD: Spike recovery  is outside acceptance limits.

Qualifier

U Undetected at the Limit of Detection.

N LCS, LCSD: Recovery exceeds upper or lower control limits.

S Surrogate is outside control limits

GC Semi VOA

Qualifier Description

U Undetected at the Limit of Detection.

Qualifier

Metals

Qualifier Description

U Undetected at the Limit of Detection.

Qualifier

B Compound was found in the blank and sample.

J Estimated: The analyte was positively identified; the quantitation is an estimation

Rad

Qualifier Description

U Undetected at the Limit of Detection.

Qualifier

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica St. Louis
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Method Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method Method Description LaboratoryProtocol

SW8468260C Volatile Organic Compounds by GC/MS TAL SL

SW8468270D Semivolatile Organic Compounds (GC/MS) TAL SL

SW8468082A Polychlorinated Biphenyls (PCBs) by Gas Chromatography TAL SL

SW8468151A Herbicides (GC) TAL SL

SW8466010C Metals (ICP) TAL SL

SW8467470A Mercury (CVAA) TAL SL

EPAMoisture Percent Moisture TAL SL

DOEH3-04-RC Tritium (LSC) TAL SL

DOESR-03-RC Total Beta Strontium (GFPC) TAL SL

DOETC-02-RC Technetium-99 (LSC) TAL SL

Protocol References:

DOE = U.S. Department of Energy

EPA = US Environmental Protection Agency

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL SL = TestAmerica St. Louis, 13715 Rider Trail North, Earth City, MO 63045, TEL (314)298-8566

TestAmerica St. Louis
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Sample Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

160-18570-1 YMTFA 42 SO 030 Solid 08/09/16 09:20 08/10/16 09:20

160-18570-2 YMTFA 42 SO 030D Solid 08/09/16 09:20 08/10/16 09:20

160-18570-3 YMTFA 43 SO 030 Solid 08/09/16 10:50 08/10/16 09:20

160-18570-4 YMTFA 43 SO 030D Solid 08/09/16 10:50 08/10/16 09:20

160-18570-5 YMTFA 49 SO 005 Solid 08/09/16 13:00 08/10/16 09:20

160-18570-6 YMTFA 36 SO 002 Solid 08/09/16 13:05 08/10/16 09:20

160-18570-7 YMTFA 35 SO 002 Solid 08/09/16 14:01 08/10/16 09:20

160-18570-8 YMTFA 32 SO 002 Solid 08/09/16 14:48 08/10/16 09:20

160-18570-9 YMTFA 34 SO 002 Solid 08/09/16 15:10 08/10/16 09:20

TestAmerica St. Louis
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Detection Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Client Sample ID: YMTFA 42 SO 030 Lab Sample ID: 160-18570-1

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.59 6010C

Client Sample ID: YMTFA 42 SO 030D Lab Sample ID: 160-18570-2

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.77 6010C

Client Sample ID: YMTFA 43 SO 030 Lab Sample ID: 160-18570-3

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.26 6010C

Mercury 0.0010 mg/L0.000079 TCLP10.00011 J B 7470A

Client Sample ID: YMTFA 43 SO 030D Lab Sample ID: 160-18570-4

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.34 6010C

Mercury 0.0010 mg/L0.000079 TCLP10.00012 J B 7470A

Client Sample ID: YMTFA 49 SO 005 Lab Sample ID: 160-18570-5

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.40 6010C

Client Sample ID: YMTFA 36 SO 002 Lab Sample ID: 160-18570-6

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP11.8 6010C

Client Sample ID: YMTFA 35 SO 002 Lab Sample ID: 160-18570-7

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.37 6010C

Client Sample ID: YMTFA 32 SO 002 Lab Sample ID: 160-18570-8

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.20 6010C

Client Sample ID: YMTFA 34 SO 002 Lab Sample ID: 160-18570-9

Barium

RL

0.13 mg/L

MDL

0.038

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

TCLP10.59 6010C

Lead 0.025 mg/L0.0075 TCLP10.012 J 6010C

TestAmerica St. Louis

This Detection Summary does not include radiochemical test results.
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-1Client Sample ID: YMTFA 42 SO 030
Matrix: SolidDate Collected: 08/09/16 09:20

Date Received: 08/10/16 09:20

Method: 8260C - Volatile Organic Compounds by GC/MS - TCLP
RL MDL

1,1-Dichloroethene 0.0037 U 0.050 0.0037 mg/L 08/21/16 22:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0037 mg/L 08/21/16 22:48 11,2-Dichloroethane 0.0037 U

0.050 0.0039 mg/L 08/21/16 22:48 12-Butanone (MEK) 0.0039 U

0.050 0.0025 mg/L 08/21/16 22:48 1Benzene 0.0025 U

0.050 0.0036 mg/L 08/21/16 22:48 1Carbon tetrachloride 0.0036 U

0.050 0.0038 mg/L 08/21/16 22:48 1Chlorobenzene 0.0038 U

0.050 0.00092 mg/L 08/21/16 22:48 1Chloroform 0.00092 U

0.050 0.0028 mg/L 08/21/16 22:48 1Tetrachloroethene 0.0028 U

0.050 0.0029 mg/L 08/21/16 22:48 1Trichloroethene 0.0029 U

0.10 0.0043 mg/L 08/21/16 22:48 1Vinyl chloride 0.0043 U

4-Bromofluorobenzene (Surr) 104 84 - 120 08/21/16 22:48 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

1,2-Dichloroethane-d4 (Surr) 110 08/21/16 22:48 183 - 117

Toluene-d8 (Surr) 103 08/21/16 22:48 185 - 115

Dibromofluoromethane (Surr) 106 08/21/16 22:48 185 - 115

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - TCLP
RL MDL

1,4-Dichlorobenzene 0.0050 U 0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 12,4-Dinitrotoluene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 1Hexachlorobenzene 0.0050 U N

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 1Hexachlorobutadiene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 1Hexachloroethane 0.0050 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:10 12-Methylphenol 0.010 U

0.10 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 13 & 4 Methylphenol 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:10 1Nitrobenzene 0.0050 U

0.25 0.010 mg/L 08/12/16 15:52 08/15/16 18:10 1Pentachlorophenol 0.010 U

0.10 0.025 mg/L 08/12/16 15:52 08/15/16 18:10 1Pyridine 0.025 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:10 12,4,5-Trichlorophenol 0.010 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:10 12,4,6-Trichlorophenol 0.010 U

2,4,6-Tribromophenol (Surr) 83 49 - 100 08/12/16 15:52 08/15/16 18:10 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Nitrobenzene-d5 (Surr) 83 08/12/16 15:52 08/15/16 18:10 151 - 98

Phenol-d5 (Surr) 66 08/12/16 15:52 08/15/16 18:10 137 - 95

Terphenyl-d14 (Surr) 94 08/12/16 15:52 08/15/16 18:10 160 - 113

2-Fluorobiphenyl (Surr) 82 08/12/16 15:52 08/15/16 18:10 145 - 94

2-Fluorophenol (Surr) 66 08/12/16 15:52 08/15/16 18:10 146 - 92

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0095 U 0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 19:00 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1221 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1232 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1242 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1248 0.0095 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1254 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1260 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1262 0.0079 U
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-1Client Sample ID: YMTFA 42 SO 030
Matrix: SolidDate Collected: 08/09/16 09:20

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)
RL MDL

Polychlorinated biphenyls, Total 0.0079 U 0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 19:00 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 19:00 1PCB-1268 0.0079 U

DCB Decachlorobiphenyl (Surr) 88 23 - 146 08/19/16 08:47 08/22/16 19:00 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8151A - Herbicides (GC) - TCLP
RL MDL

2,4-D 0.020 U 0.040 0.020 mg/L 08/12/16 16:02 08/18/16 18:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.010 0.0030 mg/L 08/12/16 16:02 08/18/16 18:57 1Silvex (2,4,5-TP) 0.0030 U

2,4-Dichlorophenylacetic acid 91 56 - 147 08/12/16 16:02 08/18/16 18:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/16/16 15:50 08/17/16 14:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/16/16 15:50 08/17/16 14:48 1Barium 0.59

0.013 0.0038 mg/L 08/16/16 15:50 08/17/16 14:48 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 14:48 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 14:48 1Lead 0.0075 U

0.038 0.013 mg/L 08/16/16 15:50 08/17/16 14:48 1Selenium 0.013 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 14:48 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 10:52 08/23/16 19:01 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.154 U

(2σ+/-)

0.210

(2σ+/-)

108/22/16 11:1308/19/16 13:28pCi/g0.3471.00

RL MDC

0.209

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.258

(2σ+/-)

0.164

(2σ+/-)

108/19/16 14:0308/17/16 18:19pCi/g0.2523.00

RL MDC

0.163

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:03 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

82.2

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.104 U

(2σ+/-)

0.227

(2σ+/-)

108/22/16 12:2108/18/16 08:43pCi/g0.3981.00

RL MDC

0.227

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 12:21 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

98.7
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-2Client Sample ID: YMTFA 42 SO 030D
Matrix: SolidDate Collected: 08/09/16 09:20

Date Received: 08/10/16 09:20

Method: 8260C - Volatile Organic Compounds by GC/MS - TCLP
RL MDL

1,1-Dichloroethene 0.0037 U 0.050 0.0037 mg/L 08/21/16 23:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0037 mg/L 08/21/16 23:13 11,2-Dichloroethane 0.0037 U

0.050 0.0039 mg/L 08/21/16 23:13 12-Butanone (MEK) 0.0039 U

0.050 0.0025 mg/L 08/21/16 23:13 1Benzene 0.0025 U

0.050 0.0036 mg/L 08/21/16 23:13 1Carbon tetrachloride 0.0036 U

0.050 0.0038 mg/L 08/21/16 23:13 1Chlorobenzene 0.0038 U

0.050 0.00092 mg/L 08/21/16 23:13 1Chloroform 0.00092 U

0.050 0.0028 mg/L 08/21/16 23:13 1Tetrachloroethene 0.0028 U

0.050 0.0029 mg/L 08/21/16 23:13 1Trichloroethene 0.0029 U

0.10 0.0043 mg/L 08/21/16 23:13 1Vinyl chloride 0.0043 U

4-Bromofluorobenzene (Surr) 98 84 - 120 08/21/16 23:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

1,2-Dichloroethane-d4 (Surr) 104 08/21/16 23:13 183 - 117

Toluene-d8 (Surr) 98 08/21/16 23:13 185 - 115

Dibromofluoromethane (Surr) 103 08/21/16 23:13 185 - 115

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - TCLP
RL MDL

1,4-Dichlorobenzene 0.0050 U 0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 12,4-Dinitrotoluene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 1Hexachlorobenzene 0.0050 U N

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 1Hexachlorobutadiene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 1Hexachloroethane 0.0050 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:42 12-Methylphenol 0.010 U

0.10 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 13 & 4 Methylphenol 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 18:42 1Nitrobenzene 0.0050 U

0.25 0.010 mg/L 08/12/16 15:52 08/15/16 18:42 1Pentachlorophenol 0.010 U

0.10 0.025 mg/L 08/12/16 15:52 08/15/16 18:42 1Pyridine 0.025 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:42 12,4,5-Trichlorophenol 0.010 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 18:42 12,4,6-Trichlorophenol 0.010 U

2,4,6-Tribromophenol (Surr) 77 49 - 100 08/12/16 15:52 08/15/16 18:42 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Nitrobenzene-d5 (Surr) 72 08/12/16 15:52 08/15/16 18:42 151 - 98

Phenol-d5 (Surr) 52 08/12/16 15:52 08/15/16 18:42 137 - 95

Terphenyl-d14 (Surr) 85 08/12/16 15:52 08/15/16 18:42 160 - 113

2-Fluorobiphenyl (Surr) 75 08/12/16 15:52 08/15/16 18:42 145 - 94

2-Fluorophenol (Surr) 58 08/12/16 15:52 08/15/16 18:42 146 - 92

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0095 U 0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:07 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1221 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1232 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1242 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1248 0.0095 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1254 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1260 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1262 0.0079 U
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-2Client Sample ID: YMTFA 42 SO 030D
Matrix: SolidDate Collected: 08/09/16 09:20

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)
RL MDL

Polychlorinated biphenyls, Total 0.0079 U 0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:07 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:07 1PCB-1268 0.0079 U

DCB Decachlorobiphenyl (Surr) 102 23 - 146 08/19/16 08:47 08/22/16 20:07 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8151A - Herbicides (GC) - TCLP
RL MDL

2,4-D 0.020 U 0.040 0.020 mg/L 08/12/16 16:02 08/18/16 19:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.010 0.0030 mg/L 08/12/16 16:02 08/18/16 19:26 1Silvex (2,4,5-TP) 0.0030 U

2,4-Dichlorophenylacetic acid 100 56 - 147 08/12/16 16:02 08/18/16 19:26 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/16/16 15:50 08/17/16 15:06 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/16/16 15:50 08/17/16 15:06 1Barium 0.77

0.013 0.0038 mg/L 08/16/16 15:50 08/17/16 15:06 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:06 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:06 1Lead 0.0075 U

0.038 0.013 mg/L 08/16/16 15:50 08/17/16 15:06 1Selenium 0.013 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:06 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 10:52 08/23/16 19:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.177 U

(2σ+/-)

0.223

(2σ+/-)

108/22/16 11:5808/19/16 13:28pCi/g0.3661.00

RL MDC

0.222

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.194 U

(2σ+/-)

0.147

(2σ+/-)

108/19/16 14:0308/17/16 18:19pCi/g0.2313.00

RL MDC

0.147

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:03 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

83.9

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.0456 U

(2σ+/-)

0.239

(2σ+/-)

108/22/16 13:2208/18/16 08:43pCi/g0.4121.00

RL MDC

0.239

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 13:22 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

95.2
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-3Client Sample ID: YMTFA 43 SO 030
Matrix: SolidDate Collected: 08/09/16 10:50

Date Received: 08/10/16 09:20

Method: 8260C - Volatile Organic Compounds by GC/MS - TCLP
RL MDL

1,1-Dichloroethene 0.0037 U 0.050 0.0037 mg/L 08/21/16 23:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0037 mg/L 08/21/16 23:38 11,2-Dichloroethane 0.0037 U

0.050 0.0039 mg/L 08/21/16 23:38 12-Butanone (MEK) 0.0039 U

0.050 0.0025 mg/L 08/21/16 23:38 1Benzene 0.0025 U

0.050 0.0036 mg/L 08/21/16 23:38 1Carbon tetrachloride 0.0036 U

0.050 0.0038 mg/L 08/21/16 23:38 1Chlorobenzene 0.0038 U

0.050 0.00092 mg/L 08/21/16 23:38 1Chloroform 0.00092 U

0.050 0.0028 mg/L 08/21/16 23:38 1Tetrachloroethene 0.0028 U

0.050 0.0029 mg/L 08/21/16 23:38 1Trichloroethene 0.0029 U

0.10 0.0043 mg/L 08/21/16 23:38 1Vinyl chloride 0.0043 U

4-Bromofluorobenzene (Surr) 103 84 - 120 08/21/16 23:38 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

1,2-Dichloroethane-d4 (Surr) 114 08/21/16 23:38 183 - 117

Toluene-d8 (Surr) 101 08/21/16 23:38 185 - 115

Dibromofluoromethane (Surr) 107 08/21/16 23:38 185 - 115

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - TCLP
RL MDL

1,4-Dichlorobenzene 0.0050 U S 0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 12,4-Dinitrotoluene 0.0050 U S

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 1Hexachlorobenzene 0.0050 U S N

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 1Hexachlorobutadiene 0.0050 U S

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 1Hexachloroethane 0.0050 U S

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:16 12-Methylphenol 0.010 U

0.10 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 13 & 4 Methylphenol 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:16 1Nitrobenzene 0.0050 U S

0.25 0.010 mg/L 08/12/16 15:52 08/15/16 19:16 1Pentachlorophenol 0.010 U

0.10 0.025 mg/L 08/12/16 15:52 08/15/16 19:16 1Pyridine 0.025 U S

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:16 12,4,5-Trichlorophenol 0.010 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:16 12,4,6-Trichlorophenol 0.010 U

2,4,6-Tribromophenol (Surr) 98 49 - 100 08/12/16 15:52 08/15/16 19:16 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Nitrobenzene-d5 (Surr) 101 S 08/12/16 15:52 08/15/16 19:16 151 - 98

Phenol-d5 (Surr) 71 08/12/16 15:52 08/15/16 19:16 137 - 95

Terphenyl-d14 (Surr) 110 08/12/16 15:52 08/15/16 19:16 160 - 113

2-Fluorobiphenyl (Surr) 99 S 08/12/16 15:52 08/15/16 19:16 145 - 94

2-Fluorophenol (Surr) 80 08/12/16 15:52 08/15/16 19:16 146 - 92

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0095 U 0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:30 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1221 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1232 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1242 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1248 0.0095 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1254 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1260 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1262 0.0079 U
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-3Client Sample ID: YMTFA 43 SO 030
Matrix: SolidDate Collected: 08/09/16 10:50

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)
RL MDL

Polychlorinated biphenyls, Total 0.0079 U 0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:30 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 20:30 1PCB-1268 0.0079 U

DCB Decachlorobiphenyl (Surr) 97 23 - 146 08/19/16 08:47 08/22/16 20:30 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8151A - Herbicides (GC) - TCLP
RL MDL

2,4-D 0.020 U 0.040 0.020 mg/L 08/12/16 16:02 08/18/16 20:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.010 0.0030 mg/L 08/12/16 16:02 08/18/16 20:24 1Silvex (2,4,5-TP) 0.0030 U

2,4-Dichlorophenylacetic acid 93 56 - 147 08/12/16 16:02 08/18/16 20:24 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/16/16 15:50 08/17/16 15:43 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/16/16 15:50 08/17/16 15:43 1Barium 0.26

0.013 0.0038 mg/L 08/16/16 15:50 08/17/16 15:43 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:43 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:43 1Lead 0.0075 U

0.038 0.013 mg/L 08/16/16 15:50 08/17/16 15:43 1Selenium 0.013 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:43 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.00011 J B 0.0010 0.000079 mg/L 08/23/16 10:52 08/23/16 19:12 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.0905 U

(2σ+/-)

0.187

(2σ+/-)

108/22/16 12:4408/19/16 13:28pCi/g0.3161.00

RL MDC

0.187

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.178 U

(2σ+/-)

0.143

(2σ+/-)

108/19/16 14:0308/17/16 18:19pCi/g0.2253.00

RL MDC

0.142

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:03 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

82.3

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 0.0549 U

(2σ+/-)

0.275

(2σ+/-)

108/22/16 13:5308/18/16 08:43pCi/g0.4671.00

RL MDC

0.275

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 13:53 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

84.5
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-4Client Sample ID: YMTFA 43 SO 030D
Matrix: SolidDate Collected: 08/09/16 10:50

Date Received: 08/10/16 09:20

Method: 8260C - Volatile Organic Compounds by GC/MS - TCLP
RL MDL

1,1-Dichloroethene 0.0037 U 0.050 0.0037 mg/L 08/22/16 00:03 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0037 mg/L 08/22/16 00:03 11,2-Dichloroethane 0.0037 U

0.050 0.0039 mg/L 08/22/16 00:03 12-Butanone (MEK) 0.0039 U

0.050 0.0025 mg/L 08/22/16 00:03 1Benzene 0.0025 U

0.050 0.0036 mg/L 08/22/16 00:03 1Carbon tetrachloride 0.0036 U

0.050 0.0038 mg/L 08/22/16 00:03 1Chlorobenzene 0.0038 U

0.050 0.00092 mg/L 08/22/16 00:03 1Chloroform 0.00092 U

0.050 0.0028 mg/L 08/22/16 00:03 1Tetrachloroethene 0.0028 U

0.050 0.0029 mg/L 08/22/16 00:03 1Trichloroethene 0.0029 U

0.10 0.0043 mg/L 08/22/16 00:03 1Vinyl chloride 0.0043 U

4-Bromofluorobenzene (Surr) 107 84 - 120 08/22/16 00:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

1,2-Dichloroethane-d4 (Surr) 116 08/22/16 00:03 183 - 117

Toluene-d8 (Surr) 106 08/22/16 00:03 185 - 115

Dibromofluoromethane (Surr) 110 08/22/16 00:03 185 - 115

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - TCLP
RL MDL

1,4-Dichlorobenzene 0.0050 U 0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 12,4-Dinitrotoluene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 1Hexachlorobenzene 0.0050 U N

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 1Hexachlorobutadiene 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 1Hexachloroethane 0.0050 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:49 12-Methylphenol 0.010 U

0.10 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 13 & 4 Methylphenol 0.0050 U

0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 19:49 1Nitrobenzene 0.0050 U

0.25 0.010 mg/L 08/12/16 15:52 08/15/16 19:49 1Pentachlorophenol 0.010 U

0.10 0.025 mg/L 08/12/16 15:52 08/15/16 19:49 1Pyridine 0.025 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:49 12,4,5-Trichlorophenol 0.010 U

0.050 0.010 mg/L 08/12/16 15:52 08/15/16 19:49 12,4,6-Trichlorophenol 0.010 U

2,4,6-Tribromophenol (Surr) 84 49 - 100 08/12/16 15:52 08/15/16 19:49 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Nitrobenzene-d5 (Surr) 79 08/12/16 15:52 08/15/16 19:49 151 - 98

Phenol-d5 (Surr) 57 08/12/16 15:52 08/15/16 19:49 137 - 95

Terphenyl-d14 (Surr) 94 08/12/16 15:52 08/15/16 19:49 160 - 113

2-Fluorobiphenyl (Surr) 79 08/12/16 15:52 08/15/16 19:49 145 - 94

2-Fluorophenol (Surr) 63 08/12/16 15:52 08/15/16 19:49 146 - 92

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 20:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1221 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1232 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1242 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1248 0.0096 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1254 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1260 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1262 0.0080 U
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-4Client Sample ID: YMTFA 43 SO 030D
Matrix: SolidDate Collected: 08/09/16 10:50

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)
RL MDL

Polychlorinated biphenyls, Total 0.0080 U 0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 20:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 20:52 1PCB-1268 0.0080 U

DCB Decachlorobiphenyl (Surr) 95 23 - 146 08/19/16 08:47 08/22/16 20:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8151A - Herbicides (GC) - TCLP
RL MDL

2,4-D 0.020 U 0.040 0.020 mg/L 08/12/16 16:02 08/18/16 20:53 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.010 0.0030 mg/L 08/12/16 16:02 08/18/16 20:53 1Silvex (2,4,5-TP) 0.0030 U

2,4-Dichlorophenylacetic acid 87 56 - 147 08/12/16 16:02 08/18/16 20:53 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/16/16 15:50 08/17/16 15:47 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/16/16 15:50 08/17/16 15:47 1Barium 0.34

0.013 0.0038 mg/L 08/16/16 15:50 08/17/16 15:47 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:47 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:47 1Lead 0.0075 U

0.038 0.013 mg/L 08/16/16 15:50 08/17/16 15:47 1Selenium 0.013 U

0.025 0.0075 mg/L 08/16/16 15:50 08/17/16 15:47 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.00012 J B 0.0010 0.000079 mg/L 08/23/16 10:52 08/23/16 19:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.202 U

(2σ+/-)

0.204

(2σ+/-)

108/22/16 13:0608/19/16 13:28pCi/g0.3211.00

RL MDC

0.203

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.111 U

(2σ+/-)

0.153

(2σ+/-)

108/19/16 14:0308/17/16 18:19pCi/g0.2543.00

RL MDC

0.152

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:03 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

86.4

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.0490 U

(2σ+/-)

0.249

(2σ+/-)

108/22/16 14:2408/18/16 08:43pCi/g0.4301.00

RL MDC

0.249

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 14:24 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

92.5
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-5Client Sample ID: YMTFA 49 SO 005
Matrix: SolidDate Collected: 08/09/16 13:00

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 21:15 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1221 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1232 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1242 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1248 0.0096 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1254 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1260 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1262 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 21:15 1Polychlorinated biphenyls, Total 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 21:15 1PCB-1268 0.0080 U

DCB Decachlorobiphenyl (Surr) 101 23 - 146 08/19/16 08:47 08/22/16 21:15 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 22:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/22/16 14:25 08/23/16 22:40 1Barium 0.40

0.013 0.0038 mg/L 08/22/16 14:25 08/23/16 22:40 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 22:40 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 22:40 1Lead 0.0075 U

0.038 0.013 mg/L 08/22/16 14:25 08/23/16 22:40 1Selenium 0.013 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 22:40 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.209 U

(2σ+/-)

0.206

(2σ+/-)

108/22/16 13:2908/19/16 13:28pCi/g0.3261.00

RL MDC

0.205

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.151 U

(2σ+/-)

0.136

(2σ+/-)

108/19/16 14:0408/17/16 18:19pCi/g0.2183.00

RL MDC

0.136

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:04 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

84.8

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 0.0262 U

(2σ+/-)

0.253

(2σ+/-)

108/22/16 14:5508/18/16 08:43pCi/g0.4321.00

RL MDC

0.253

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 14:55 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

91.5
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-6Client Sample ID: YMTFA 36 SO 002
Matrix: SolidDate Collected: 08/09/16 13:05

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0095 U 0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 21:37 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1221 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1232 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1242 0.0095 U

0.033 0.0095 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1248 0.0095 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1254 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1260 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1262 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 21:37 1Polychlorinated biphenyls, Total 0.0079 U

0.033 0.0079 mg/Kg 08/19/16 08:47 08/22/16 21:37 1PCB-1268 0.0079 U

DCB Decachlorobiphenyl (Surr) 94 23 - 146 08/19/16 08:47 08/22/16 21:37 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 23:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/22/16 14:25 08/23/16 23:17 1Barium 1.8

0.013 0.0038 mg/L 08/22/16 14:25 08/23/16 23:17 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:17 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:17 1Lead 0.0075 U

0.038 0.013 mg/L 08/22/16 14:25 08/23/16 23:17 1Selenium 0.013 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:17 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium -0.0229 U

(2σ+/-)

0.165

(2σ+/-)

108/22/16 13:5108/19/16 13:28pCi/g0.3061.00

RL MDC

0.165

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.234 U

(2σ+/-)

0.223

(2σ+/-)

108/19/16 14:0408/17/16 18:19pCi/g0.3603.00

RL MDC

0.222

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:04 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

61.2

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 0.0199 U

(2σ+/-)

0.256

(2σ+/-)

108/22/16 15:2608/18/16 08:43pCi/g0.4371.00

RL MDC

0.256

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 15:26 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

90.4
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-7Client Sample ID: YMTFA 35 SO 002
Matrix: SolidDate Collected: 08/09/16 14:01

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:00 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1221 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1232 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1242 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1248 0.0096 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1254 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1260 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1262 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:00 1Polychlorinated biphenyls, Total 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:00 1PCB-1268 0.0080 U

DCB Decachlorobiphenyl (Surr) 88 23 - 146 08/19/16 08:47 08/22/16 22:00 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 23:21 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/22/16 14:25 08/23/16 23:21 1Barium 0.37

0.013 0.0038 mg/L 08/22/16 14:25 08/23/16 23:21 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:21 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:21 1Lead 0.0075 U

0.038 0.013 mg/L 08/22/16 14:25 08/23/16 23:21 1Selenium 0.013 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:21 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.184 U

(2σ+/-)

0.199

(2σ+/-)

108/22/16 14:1408/19/16 13:28pCi/g0.3171.00

RL MDC

0.198

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.594

(2σ+/-)

0.184

(2σ+/-)

108/19/16 14:0408/17/16 18:19pCi/g0.2353.00

RL MDC

0.180

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:04 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

84.4

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.0761 U

(2σ+/-)

0.287

(2σ+/-)

108/22/16 15:5708/18/16 08:43pCi/g0.5011.00

RL MDC

0.287

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 15:57 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

81.5
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-8Client Sample ID: YMTFA 32 SO 002
Matrix: SolidDate Collected: 08/09/16 14:48

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1221 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1232 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1242 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1248 0.0096 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1254 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1260 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1262 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:22 1Polychlorinated biphenyls, Total 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:22 1PCB-1268 0.0080 U

DCB Decachlorobiphenyl (Surr) 86 23 - 146 08/19/16 08:47 08/22/16 22:22 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 23:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/22/16 14:25 08/23/16 23:26 1Barium 0.20

0.013 0.0038 mg/L 08/22/16 14:25 08/23/16 23:26 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:26 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:26 1Lead 0.0075 U

0.038 0.013 mg/L 08/22/16 14:25 08/23/16 23:26 1Selenium 0.013 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:26 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.180 U

(2σ+/-)

0.214

(2σ+/-)

108/22/16 14:3708/19/16 13:28pCi/g0.3481.00

RL MDC

0.213

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.177 U

(2σ+/-)

0.141

(2σ+/-)

108/19/16 14:0408/17/16 18:19pCi/g0.2233.00

RL MDC

0.140

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:04 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

87.6

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.247 U

(2σ+/-)

0.260

(2σ+/-)

108/22/16 16:2808/18/16 08:43pCi/g0.4641.00

RL MDC

0.259

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 16:28 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

85.1
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Client Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Lab Sample ID: 160-18570-9Client Sample ID: YMTFA 34 SO 002
Matrix: SolidDate Collected: 08/09/16 15:10

Date Received: 08/10/16 09:20

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1221 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1232 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1242 0.0096 U

0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1248 0.0096 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1254 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1260 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1262 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:45 1Polychlorinated biphenyls, Total 0.0080 U

0.033 0.0080 mg/Kg 08/19/16 08:47 08/22/16 22:45 1PCB-1268 0.0080 U

DCB Decachlorobiphenyl (Surr) 68 23 - 146 08/19/16 08:47 08/22/16 22:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 6010C - Metals (ICP) - TCLP
RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 23:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.13 0.038 mg/L 08/22/16 14:25 08/23/16 23:31 1Barium 0.59

0.013 0.0038 mg/L 08/22/16 14:25 08/23/16 23:31 1Cadmium 0.0038 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:31 1Chromium 0.0075 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:31 1Lead 0.012 J

0.038 0.013 mg/L 08/22/16 14:25 08/23/16 23:31 1Selenium 0.013 U

0.025 0.0075 mg/L 08/22/16 14:25 08/23/16 23:31 1Silver 0.0075 U

Method: 7470A - Mercury (CVAA) - TCLP
RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:28 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Method: H3-04-RC - Tritium (LSC)

Analyte

Tritium 0.263 U

(2σ+/-)

0.217

(2σ+/-)

108/22/16 14:5908/19/16 13:28pCi/g0.3341.00

RL MDC

0.216

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Method: SR-03-RC - Total Beta Strontium (GFPC)

Analyte

Strontium 89/90 0.102 U

(2σ+/-)

0.135

(2σ+/-)

108/19/16 14:0408/17/16 18:19pCi/g0.2253.00

RL MDC

0.135

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Sr Carrier 40 - 110

Carrier

08/17/16 18:19 08/19/16 14:04 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

86.8

Method: TC-02-RC - Technetium-99 (LSC)

Analyte

Technetium-99 -0.0551 U

(2σ+/-)

0.233

(2σ+/-)

108/22/16 16:5908/18/16 08:43pCi/g0.4041.00

RL MDC

0.233

Dil FacAnalyzedPreparedUnitResult Qualifier

Count Total

Uncert. Uncert.

Tc-99m 30 - 110

Tracer

08/18/16 08:43 08/22/16 16:59 1

Dil FacAnalyzedPreparedQualifier Limits%Yield

98.2
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8260C - Volatile Organic Compounds by GC/MS

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265832/3
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265832

1,1-Dichloroethene 0.500 0.487 mg/L 97 79 - 117

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichloroethane 0.500 0.524 mg/L 105 80 - 115

2-Butanone (MEK) 0.500 0.495 mg/L 99 64 - 117

Benzene 0.500 0.488 mg/L 98 85 - 115

Carbon tetrachloride 0.500 0.527 mg/L 105 79 - 119

Chlorobenzene 0.500 0.504 mg/L 101 85 - 115

Chloroform 0.500 0.502 mg/L 100 85 - 115

Tetrachloroethene 0.500 0.509 mg/L 102 79 - 116

Trichloroethene 0.500 0.498 mg/L 100 85 - 115

Vinyl chloride 0.500 0.474 mg/L 95 72 - 136

4-Bromofluorobenzene (Surr) 84 - 120

Surrogate

102

LCS LCS

Qualifier Limits%Recovery

1071,2-Dichloroethane-d4 (Surr) 83 - 117

104Toluene-d8 (Surr) 85 - 115

107Dibromofluoromethane (Surr) 85 - 115

Client Sample ID: Method BlankLab Sample ID: LB 160-265388/1-A
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265832

RL MDL

1,1-Dichloroethene 0.0037 U 0.050 0.0037 mg/L 08/21/16 22:23 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.0037 U 0.00370.050 mg/L 08/21/16 22:23 11,2-Dichloroethane

0.0039 U 0.00390.050 mg/L 08/21/16 22:23 12-Butanone (MEK)

0.0025 U 0.00250.050 mg/L 08/21/16 22:23 1Benzene

0.0036 U 0.00360.050 mg/L 08/21/16 22:23 1Carbon tetrachloride

0.0038 U 0.00380.050 mg/L 08/21/16 22:23 1Chlorobenzene

0.00092 U 0.000920.050 mg/L 08/21/16 22:23 1Chloroform

0.0028 U 0.00280.050 mg/L 08/21/16 22:23 1Tetrachloroethene

0.0029 U 0.00290.050 mg/L 08/21/16 22:23 1Trichloroethene

0.0043 U 0.00430.10 mg/L 08/21/16 22:23 1Vinyl chloride

4-Bromofluorobenzene (Surr) 101 84 - 120 08/21/16 22:23 1

LB LB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

105 08/21/16 22:23 11,2-Dichloroethane-d4 (Surr) 83 - 117

102 08/21/16 22:23 1Toluene-d8 (Surr) 85 - 115

101 08/21/16 22:23 1Dibromofluoromethane (Surr) 85 - 115

Client Sample ID: YMTFA 43 SO 030DLab Sample ID: 160-18570-4 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265832

1,1-Dichloroethene 0.0037 U 0.500 0.481 mg/L 96 80 - 115

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dichloroethane 0.0037 U 0.500 0.548 mg/L 110 85 - 115

2-Butanone (MEK) 0.0039 U 0.500 0.498 mg/L 100 67 - 117
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: YMTFA 43 SO 030DLab Sample ID: 160-18570-4 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265832

Benzene 0.0025 U 0.500 0.476 mg/L 95 85 - 115

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Carbon tetrachloride 0.0036 U 0.500 0.546 mg/L 109 79 - 117

Chlorobenzene 0.0038 U 0.500 0.489 mg/L 98 85 - 115

Chloroform 0.00092 U 0.500 0.502 mg/L 100 85 - 115

Tetrachloroethene 0.0028 U 0.500 0.493 mg/L 99 82 - 115

Trichloroethene 0.0029 U 0.500 0.497 mg/L 99 84 - 115

Vinyl chloride 0.0043 U 0.500 0.466 mg/L 93 75 - 132

4-Bromofluorobenzene (Surr) 84 - 120

Surrogate

99

MS MS

Qualifier Limits%Recovery

1101,2-Dichloroethane-d4 (Surr) 83 - 117

99Toluene-d8 (Surr) 85 - 115

105Dibromofluoromethane (Surr) 85 - 115

Client Sample ID: YMTFA 43 SO 030DLab Sample ID: 160-18570-4 MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265832

1,1-Dichloroethene 0.0037 U 0.500 0.500 mg/L 100 80 - 115 4 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dichloroethane 0.0037 U 0.500 0.530 mg/L 106 85 - 115 3 20

2-Butanone (MEK) 0.0039 U 0.500 0.466 mg/L 93 67 - 117 7 20

Benzene 0.0025 U 0.500 0.487 mg/L 97 85 - 115 2 20

Carbon tetrachloride 0.0036 U 0.500 0.546 mg/L 109 79 - 117 0 20

Chlorobenzene 0.0038 U 0.500 0.500 mg/L 100 85 - 115 2 20

Chloroform 0.00092 U 0.500 0.511 mg/L 102 85 - 115 2 20

Tetrachloroethene 0.0028 U 0.500 0.505 mg/L 101 82 - 115 2 20

Trichloroethene 0.0029 U 0.500 0.508 mg/L 102 84 - 115 2 20

Vinyl chloride 0.0043 U 0.500 0.513 mg/L 103 75 - 132 10 20

4-Bromofluorobenzene (Surr) 84 - 120

Surrogate

102

MSD MSD

Qualifier Limits%Recovery

1091,2-Dichloroethane-d4 (Surr) 83 - 117

102Toluene-d8 (Surr) 85 - 115

108Dibromofluoromethane (Surr) 85 - 115

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-264673/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 264877 Prep Batch: 264673

1,4-Dichlorobenzene 0.500 0.385 mg/L 77 36 - 93

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2,4-Dinitrotoluene 0.500 0.415 mg/L 83 51 - 90

Hexachlorobenzene 0.500 0.509 N mg/L 102 52 - 93

Hexachlorobutadiene 0.500 0.388 mg/L 78 37 - 92
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-264673/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 264877 Prep Batch: 264673

Hexachloroethane 0.500 0.379 mg/L 76 36 - 95

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2-Methylphenol 0.500 0.401 mg/L 80 51 - 100

3 & 4 Methylphenol 0.500 0.361 mg/L 72 46 - 95

Nitrobenzene 0.500 0.404 mg/L 81 51 - 93

Pentachlorophenol 0.500 0.428 mg/L 86 41 - 96

Pyridine 0.500 0.275 mg/L 55 10 - 80

2,4,5-Trichlorophenol 0.500 0.441 mg/L 88 49 - 96

2,4,6-Trichlorophenol 0.500 0.457 mg/L 91 48 - 93

2,4,6-Tribromophenol (Surr) 49 - 100

Surrogate

92

LCS LCS

Qualifier Limits%Recovery

84Nitrobenzene-d5 (Surr) 51 - 98

78Phenol-d5 (Surr) 37 - 95

104Terphenyl-d14 (Surr) 60 - 113

872-Fluorobiphenyl (Surr) 45 - 94

792-Fluorophenol (Surr) 46 - 92

Client Sample ID: Method BlankLab Sample ID: LB 160-264502/1-B
Matrix: Solid Prep Type: TCLP
Analysis Batch: 264877 Prep Batch: 264673

RL MDL

1,4-Dichlorobenzene 0.0050 U 0.050 0.0050 mg/L 08/12/16 15:52 08/15/16 17:03 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.0050 U 0.00500.050 mg/L 08/12/16 15:52 08/15/16 17:03 12,4-Dinitrotoluene

0.0050 U 0.00500.050 mg/L 08/12/16 15:52 08/15/16 17:03 1Hexachlorobenzene

0.0050 U 0.00500.050 mg/L 08/12/16 15:52 08/15/16 17:03 1Hexachlorobutadiene

0.0050 U 0.00500.050 mg/L 08/12/16 15:52 08/15/16 17:03 1Hexachloroethane

0.010 U 0.0100.050 mg/L 08/12/16 15:52 08/15/16 17:03 12-Methylphenol

0.0050 U 0.00500.10 mg/L 08/12/16 15:52 08/15/16 17:03 13 & 4 Methylphenol

0.0050 U 0.00500.050 mg/L 08/12/16 15:52 08/15/16 17:03 1Nitrobenzene

0.010 U S 0.0100.25 mg/L 08/12/16 15:52 08/15/16 17:03 1Pentachlorophenol

0.025 U 0.0250.10 mg/L 08/12/16 15:52 08/15/16 17:03 1Pyridine

0.010 U S 0.0100.050 mg/L 08/12/16 15:52 08/15/16 17:03 12,4,5-Trichlorophenol

0.010 U S 0.0100.050 mg/L 08/12/16 15:52 08/15/16 17:03 12,4,6-Trichlorophenol

2,4,6-Tribromophenol (Surr) 101 S 49 - 100 08/15/16 17:03 1

LB LB

Surrogate

08/12/16 15:52

Dil FacPrepared AnalyzedQualifier Limits%Recovery

93 08/12/16 15:52 08/15/16 17:03 1Nitrobenzene-d5 (Surr) 51 - 98

82 08/12/16 15:52 08/15/16 17:03 1Phenol-d5 (Surr) 37 - 95

112 08/12/16 15:52 08/15/16 17:03 1Terphenyl-d14 (Surr) 60 - 113

92 08/12/16 15:52 08/15/16 17:03 12-Fluorobiphenyl (Surr) 45 - 94

84 08/12/16 15:52 08/15/16 17:03 12-Fluorophenol (Surr) 46 - 92
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Matrix SpikeLab Sample ID: 160-18420-B-1-G MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 264877 Prep Batch: 264673

1,4-Dichlorobenzene 0.0050 U 0.500 0.356 mg/L 71 46 - 88

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

2,4-Dinitrotoluene 0.0050 U S 0.500 0.390 mg/L 78 52 - 97

Hexachlorobenzene 0.0050 U S N 0.500 0.489 N mg/L 98 56 - 90

Hexachlorobutadiene 0.0050 U 0.500 0.348 mg/L 70 43 - 92

Hexachloroethane 0.0050 U 0.500 0.342 mg/L 68 44 - 91

2-Methylphenol 0.010 U 0.500 0.377 mg/L 75 55 - 97

3 & 4 Methylphenol 0.0050 U 0.500 0.337 mg/L 67 46 - 94

Nitrobenzene 0.0050 U 0.500 0.387 mg/L 77 53 - 97

Pentachlorophenol 0.010 U 0.500 0.408 mg/L 82 39 - 103

Pyridine 0.025 U 0.500 0.278 mg/L 56 10 - 82

2,4,5-Trichlorophenol 0.010 U 0.500 0.412 mg/L 82 52 - 98

2,4,6-Trichlorophenol 0.010 U 0.500 0.421 mg/L 84 52 - 94

2,4,6-Tribromophenol (Surr) 49 - 100

Surrogate

84

MS MS

Qualifier Limits%Recovery

79Nitrobenzene-d5 (Surr) 51 - 98

70Phenol-d5 (Surr) 37 - 95

102Terphenyl-d14 (Surr) 60 - 113

802-Fluorobiphenyl (Surr) 45 - 94

672-Fluorophenol (Surr) 46 - 92

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 160-18420-B-1-H MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 264877 Prep Batch: 264673

1,4-Dichlorobenzene 0.0050 U 0.500 0.345 mg/L 69 46 - 88 3 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

2,4-Dinitrotoluene 0.0050 U S 0.500 0.367 mg/L 73 52 - 97 6 20

Hexachlorobenzene 0.0050 U S N 0.500 0.450 mg/L 90 56 - 90 8 20

Hexachlorobutadiene 0.0050 U 0.500 0.347 mg/L 69 43 - 92 0 20

Hexachloroethane 0.0050 U 0.500 0.335 mg/L 67 44 - 91 2 20

2-Methylphenol 0.010 U 0.500 0.376 mg/L 75 55 - 97 0 20

3 & 4 Methylphenol 0.0050 U 0.500 0.337 mg/L 67 46 - 94 0 20

Nitrobenzene 0.0050 U 0.500 0.375 mg/L 75 53 - 97 3 20

Pentachlorophenol 0.010 U 0.500 0.353 mg/L 71 39 - 103 14 20

Pyridine 0.025 U 0.500 0.286 mg/L 57 10 - 82 3 20

2,4,5-Trichlorophenol 0.010 U 0.500 0.397 mg/L 79 52 - 98 4 20

2,4,6-Trichlorophenol 0.010 U 0.500 0.413 mg/L 83 52 - 94 2 20

2,4,6-Tribromophenol (Surr) 49 - 100

Surrogate

76

MSD MSD

Qualifier Limits%Recovery

76Nitrobenzene-d5 (Surr) 51 - 98

68Phenol-d5 (Surr) 37 - 95

98Terphenyl-d14 (Surr) 60 - 113

802-Fluorobiphenyl (Surr) 45 - 94

642-Fluorophenol (Surr) 46 - 92
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Client Sample ID: Method BlankLab Sample ID: MB 160-265573/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265947 Prep Batch: 265573

RL MDL

PCB-1016 0.0096 U 0.033 0.0096 mg/Kg 08/19/16 08:47 08/22/16 18:15 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.0096 U 0.00960.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1221

0.0096 U 0.00960.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1232

0.0096 U 0.00960.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1242

0.0096 U 0.00960.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1248

0.0080 U 0.00800.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1254

0.0080 U 0.00800.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1260

0.0080 U 0.00800.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1262

0.0080 U 0.00800.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1Polychlorinated biphenyls, Total

0.0080 U 0.00800.033 mg/Kg 08/19/16 08:47 08/22/16 18:15 1PCB-1268

DCB Decachlorobiphenyl (Surr) 109 23 - 146 08/22/16 18:15 1

MB MB

Surrogate

08/19/16 08:47

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265573/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265947 Prep Batch: 265573

PCB-1016 0.167 0.136 mg/Kg 82 52 - 134

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

PCB-1260 0.167 0.146 mg/Kg 88 50 - 132

DCB Decachlorobiphenyl (Surr) 23 - 146

Surrogate

107

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265947 Prep Batch: 265573

PCB-1016 0.0095 U 0.165 0.131 mg/Kg 80 23 - 140

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

PCB-1260 0.0079 U 0.165 0.125 mg/Kg 75 20 - 131

DCB Decachlorobiphenyl (Surr) 23 - 146

Surrogate

87

MS MS

Qualifier Limits%Recovery

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265947 Prep Batch: 265573

PCB-1016 0.0095 U 0.165 0.143 mg/Kg 87 23 - 140 9 30

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

PCB-1260 0.0079 U 0.165 0.142 mg/Kg 86 20 - 131 13 30

DCB Decachlorobiphenyl (Surr) 23 - 146

Surrogate

95

MSD MSD

Qualifier Limits%Recovery
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8151A - Herbicides (GC)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-264676/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265408 Prep Batch: 264676

2,4-D 0.200 0.237 mg/L 119 46 - 140

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Silvex (2,4,5-TP) 0.0500 0.0641 mg/L 128 42 - 140

2,4-Dichlorophenylacetic acid 56 - 147

Surrogate

115

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: Method BlankLab Sample ID: LB 160-264502/1-C
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265408 Prep Batch: 264676

RL MDL

2,4-D 0.020 U 0.040 0.020 mg/L 08/12/16 16:02 08/18/16 14:40 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.0030 U 0.00300.010 mg/L 08/12/16 16:02 08/18/16 14:40 1Silvex (2,4,5-TP)

2,4-Dichlorophenylacetic acid 78 56 - 147 08/18/16 14:40 1

LB LB

Surrogate

08/12/16 16:02

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Matrix SpikeLab Sample ID: 160-18504-C-1-E MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265408 Prep Batch: 264676

2,4-D 0.020 U 0.200 0.171 mg/L 86 52 - 150

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Silvex (2,4,5-TP) 0.0030 U 0.0500 0.0459 mg/L 92 45 - 150

2,4-Dichlorophenylacetic acid 56 - 147

Surrogate

94

MS MS

Qualifier Limits%Recovery

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 160-18504-C-1-F MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265408 Prep Batch: 264676

2,4-D 0.020 U 0.200 0.188 mg/L 94 52 - 150 9 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Silvex (2,4,5-TP) 0.0030 U 0.0500 0.0514 mg/L 103 45 - 150 11 20

2,4-Dichlorophenylacetic acid 56 - 147

Surrogate

107

MSD MSD

Qualifier Limits%Recovery

Method: 6010C - Metals (ICP)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265083/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265391 Prep Batch: 265083

Arsenic 2.50 2.51 mg/L 100 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 6010C - Metals (ICP) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265083/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265391 Prep Batch: 265083

Barium 2.50 2.49 mg/L 99 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Cadmium 2.50 2.52 mg/L 101 80 - 120

Chromium 2.50 2.54 mg/L 102 80 - 120

Lead 2.50 2.47 mg/L 99 80 - 120

Selenium 1.25 1.27 mg/L 101 80 - 120

Silver 0.500 0.567 mg/L 113 80 - 120

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265981/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266197 Prep Batch: 265981

Arsenic 2.50 2.62 mg/L 105 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Barium 2.50 2.41 mg/L 96 80 - 120

Cadmium 2.50 2.57 mg/L 103 80 - 120

Chromium 2.50 2.55 mg/L 102 80 - 120

Lead 2.50 2.48 mg/L 99 80 - 120

Selenium 1.25 1.36 mg/L 109 80 - 120

Silver 0.500 0.520 mg/L 104 80 - 120

Client Sample ID: Method BlankLab Sample ID: LB 160-264502/1-D
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265391 Prep Batch: 265083

RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/16/16 15:50 08/17/16 14:39 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.038 U 0.0380.13 mg/L 08/16/16 15:50 08/17/16 14:39 1Barium

0.0038 U 0.00380.013 mg/L 08/16/16 15:50 08/17/16 14:39 1Cadmium

0.0075 U 0.00750.025 mg/L 08/16/16 15:50 08/17/16 14:39 1Chromium

0.0075 U 0.00750.025 mg/L 08/16/16 15:50 08/17/16 14:39 1Lead

0.013 U 0.0130.038 mg/L 08/16/16 15:50 08/17/16 14:39 1Selenium

0.0075 U 0.00750.025 mg/L 08/16/16 15:50 08/17/16 14:39 1Silver

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265391 Prep Batch: 265083

Arsenic 0.010 U 2.50 2.45 mg/L 98 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Barium 0.59 2.50 3.00 mg/L 96 75 - 125

Cadmium 0.0038 U 2.50 2.45 mg/L 98 75 - 125

Chromium 0.0075 U 2.50 2.46 mg/L 99 75 - 125

Lead 0.0075 U 2.50 2.40 mg/L 96 75 - 125

Selenium 0.013 U 1.25 1.24 mg/L 99 75 - 125

Silver 0.0075 U 0.500 0.548 mg/L 110 75 - 125
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 6010C - Metals (ICP) (Continued)

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 265391 Prep Batch: 265083

Arsenic 0.010 U 2.50 2.62 mg/L 105 75 - 125 7 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Barium 0.59 2.50 3.23 mg/L 106 75 - 125 7 20

Cadmium 0.0038 U 2.50 2.62 mg/L 105 75 - 125 7 20

Chromium 0.0075 U 2.50 2.64 mg/L 105 75 - 125 7 20

Lead 0.0075 U 2.50 2.56 mg/L 103 75 - 125 7 20

Selenium 0.013 U 1.25 1.32 mg/L 105 75 - 125 6 20

Silver 0.0075 U 0.500 0.587 mg/L 117 75 - 125 7 20

Client Sample ID: Method BlankLab Sample ID: LB 160-265540/1-B
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266197 Prep Batch: 265981

RL MDL

Arsenic 0.010 U 0.025 0.010 mg/L 08/22/16 14:25 08/23/16 22:31 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.038 U 0.0380.13 mg/L 08/22/16 14:25 08/23/16 22:31 1Barium

0.0038 U 0.00380.013 mg/L 08/22/16 14:25 08/23/16 22:31 1Cadmium

0.0075 U 0.00750.025 mg/L 08/22/16 14:25 08/23/16 22:31 1Chromium

0.0075 U 0.00750.025 mg/L 08/22/16 14:25 08/23/16 22:31 1Lead

0.013 U 0.0130.038 mg/L 08/22/16 14:25 08/23/16 22:31 1Selenium

0.0075 U 0.00750.025 mg/L 08/22/16 14:25 08/23/16 22:31 1Silver

Client Sample ID: YMTFA 49 SO 005Lab Sample ID: 160-18570-5 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266197 Prep Batch: 265981

Arsenic 0.010 U 2.50 2.73 mg/L 109 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Barium 0.40 2.50 2.89 mg/L 99 75 - 125

Cadmium 0.0038 U 2.50 2.69 mg/L 108 75 - 125

Chromium 0.0075 U 2.50 2.62 mg/L 105 75 - 125

Lead 0.0075 U 2.50 2.56 mg/L 103 75 - 125

Selenium 0.013 U 1.25 1.41 mg/L 113 75 - 125

Silver 0.0075 U 0.500 0.543 mg/L 109 75 - 125

Client Sample ID: YMTFA 49 SO 005Lab Sample ID: 160-18570-5 MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266197 Prep Batch: 265981

Arsenic 0.010 U 2.50 2.71 mg/L 108 75 - 125 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Barium 0.40 2.50 2.87 mg/L 99 75 - 125 1 20

Cadmium 0.0038 U 2.50 2.66 mg/L 106 75 - 125 1 20

Chromium 0.0075 U 2.50 2.58 mg/L 103 75 - 125 1 20

Lead 0.0075 U 2.50 2.52 mg/L 101 75 - 125 2 20

Selenium 0.013 U 1.25 1.39 mg/L 112 75 - 125 1 20

Silver 0.0075 U 0.500 0.539 mg/L 108 75 - 125 1 20
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 7470A - Mercury (CVAA)

Client Sample ID: Method BlankLab Sample ID: LB 160-266072/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266428 Prep Batch: 266072

RL MDL

Mercury 0.0000935 J 0.0010 0.000079 mg/L 08/23/16 10:52 08/23/16 18:57 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-266072/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266428 Prep Batch: 266072

Mercury 0.0250 0.0254 mg/L 101 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-266099/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266478 Prep Batch: 266099

Mercury 0.0250 0.0266 mg/L 106 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266428 Prep Batch: 266072

Mercury 0.000079 U 0.0250 0.0254 mg/L 102 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266428 Prep Batch: 266072

Mercury 0.000079 U 0.0250 0.0254 mg/L 101 70 - 130 0 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Client Sample ID: Method BlankLab Sample ID: LB 160-265540/1-C
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266478 Prep Batch: 266099

RL MDL

Mercury 0.000079 U 0.0010 0.000079 mg/L 08/23/16 12:53 08/24/16 10:00 1

LB LB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: YMTFA 49 SO 005Lab Sample ID: 160-18570-5 MS
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266478 Prep Batch: 266099

Mercury 0.000079 U 0.0250 0.0255 mg/L 102 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: YMTFA 49 SO 005Lab Sample ID: 160-18570-5 MSD
Matrix: Solid Prep Type: TCLP
Analysis Batch: 266478 Prep Batch: 266099

Mercury 0.000079 U 0.0250 0.0255 mg/L 102 70 - 130 0 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: H3-04-RC - Tritium (LSC)

Client Sample ID: Method BlankLab Sample ID: MB 160-265690/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266040 Prep Batch: 265690

Tritium

Analyte

U 108/22/16 10:2808/19/16 13:28pCi/g0.305

MDC

1.00

RL

0.1750.175

(2σ+/-) (2σ+/-)

MB

0.06905

MB

Dil FacPrepared AnalyzedUnitResult Qualifier

Uncert.

Count

Uncert.

Total

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265690/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266040 Prep Batch: 265690

Tritium

Analyte

114-8010510.6610.1 1.17 1.00 0.303

RL MDC(2σ+/-)

LCS LCS

pCi/g

UnitResult Qual %RecAdded

Spike

Limits

%Rec.Uncert.

Total

Client Sample ID: YMTFA 42 SO 030DLab Sample ID: 160-18570-2 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266040 Prep Batch: 265690

Tritium

Analyte

122-7810610.7210.10.177 U 1.21 1.00 0.345

RL MDC(2σ+/-)

MS MS

pCi/g

UnitResult Qual %RecAdded

Spike

Result

Sample Sample

Qual Limits

%Rec.Uncert.

Total

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266040 Prep Batch: 265690

Tritium

Analyte

10.18U0.23350.154 U 0.224 1.00 0.357

RL MDC(2σ+/-)

DU DU

pCi/g

UnitResult Qual LimitResult

Sample Sample

Qual

Uncert.

Total

RER

RER

Method: SR-03-RC - Total Beta Strontium (GFPC)

Client Sample ID: Method BlankLab Sample ID: MB 160-265380/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265565 Prep Batch: 265380

Strontium 89/90

Analyte

U 108/19/16 14:0308/17/16 18:19pCi/g0.255

MDC

3.00

RL

0.1400.140

(2σ+/-) (2σ+/-)

MB

-0.05990

MB

Dil FacPrepared AnalyzedUnitResult Qualifier

Uncert.

Count

Uncert.

Total

Carrier

Sr Carrier 40 - 110 08/17/16 18:19 08/19/16 14:03 1

Dil FacPrepared AnalyzedQualifier Limits%Yield

90.3

MB MB

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265380/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265565 Prep Batch: 265380

Strontium 89/90

Analyte

125-75927.8968.61 0.711 3.00 0.221

RL MDC(2σ+/-)

LCS LCS

pCi/g

UnitResult Qual %RecAdded

Spike

Limits

%Rec.Uncert.

Total
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: SR-03-RC - Total Beta Strontium (GFPC) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265380/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265565 Prep Batch: 265380

Sr Carrier

Carrier

40 - 110

LCS

Qualifier Limits%Yield

90.4

LCS

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 265565 Prep Batch: 265380

Strontium 89/90

Analyte

10.02U0.26400.258 0.179 3.00 0.279

RL MDC(2σ+/-)

DU DU

pCi/g

UnitResult Qual LimitResult

Sample Sample

Qual

Uncert.

Total

RER

RER

Sr Carrier

Carrier

40 - 110

DU

Qualifier Limits%Yield

84.3

DU

Method: TC-02-RC - Technetium-99 (LSC)

Client Sample ID: Method BlankLab Sample ID: MB 160-265399/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266052 Prep Batch: 265399

Technetium-99

Analyte

U 108/22/16 11:1908/18/16 08:43pCi/g0.360

MDC

1.00

RL

0.2110.211

(2σ+/-) (2σ+/-)

MB

0.02872

MB

Dil FacPrepared AnalyzedUnitResult Qualifier

Uncert.

Count

Uncert.

Total

Tracer

Tc-99m 30 - 110 08/18/16 08:43 08/22/16 11:19 1

Dil FacPrepared AnalyzedQualifier Limits%Yield

109

MB MB

Client Sample ID: Lab Control SampleLab Sample ID: LCS 160-265399/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266052 Prep Batch: 265399

Technetium-99

Analyte

125-759934.0234.4 3.39 1.00 0.419

RL MDC(2σ+/-)

LCS LCS

pCi/g

UnitResult Qual %RecAdded

Spike

Limits

%Rec.Uncert.

Total

Tc-99m

Tracer

30 - 110

LCS

Qualifier Limits%Yield

93.4

LCS

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266052 Prep Batch: 265399

Technetium-99

Analyte

10.39U0.08431-0.104 U 0.258 1.00 0.435

RL MDC(2σ+/-)

DU DU

pCi/g

UnitResult Qual LimitResult

Sample Sample

Qual

Uncert.

Total

RER

RER
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QC Sample Results
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: TC-02-RC - Technetium-99 (LSC) (Continued)

Client Sample ID: YMTFA 42 SO 030Lab Sample ID: 160-18570-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 266052 Prep Batch: 265399

Tc-99m

Tracer

30 - 110

DU

Qualifier Limits%Yield

89.9

DU
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QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

GC/MS VOA

Leach Batch: 265388

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18570-1 YMTFA 42 SO 030 TCLP

Solid 1311160-18570-2 YMTFA 42 SO 030D TCLP

Solid 1311160-18570-3 YMTFA 43 SO 030 TCLP

Solid 1311160-18570-4 YMTFA 43 SO 030D TCLP

Solid 1311LB 160-265388/1-A Method Blank TCLP

Solid 1311160-18570-4 MS YMTFA 43 SO 030D TCLP

Solid 1311160-18570-4 MSD YMTFA 43 SO 030D TCLP

Analysis Batch: 265832

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8260C 265388160-18570-1 YMTFA 42 SO 030 TCLP

Solid 8260C 265388160-18570-2 YMTFA 42 SO 030D TCLP

Solid 8260C 265388160-18570-3 YMTFA 43 SO 030 TCLP

Solid 8260C 265388160-18570-4 YMTFA 43 SO 030D TCLP

Solid 8260C 265388LB 160-265388/1-A Method Blank TCLP

Solid 8260CLCS 160-265832/3 Lab Control Sample Total/NA

Solid 8260C 265388160-18570-4 MS YMTFA 43 SO 030D TCLP

Solid 8260C 265388160-18570-4 MSD YMTFA 43 SO 030D TCLP

GC/MS Semi VOA

Leach Batch: 264009

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18420-B-1-G MS Matrix Spike TCLP

Solid 1311160-18420-B-1-H MSD Matrix Spike Duplicate TCLP

Leach Batch: 264502

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18570-1 YMTFA 42 SO 030 TCLP

Solid 1311160-18570-2 YMTFA 42 SO 030D TCLP

Solid 1311160-18570-3 YMTFA 43 SO 030 TCLP

Solid 1311160-18570-4 YMTFA 43 SO 030D TCLP

Solid 1311LB 160-264502/1-B Method Blank TCLP

Prep Batch: 264673

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3510C 264502160-18570-1 YMTFA 42 SO 030 TCLP

Solid 3510C 264502160-18570-2 YMTFA 42 SO 030D TCLP

Solid 3510C 264502160-18570-3 YMTFA 43 SO 030 TCLP

Solid 3510C 264502160-18570-4 YMTFA 43 SO 030D TCLP

Solid 3510C 264502LB 160-264502/1-B Method Blank TCLP

Solid 3510CLCS 160-264673/2-A Lab Control Sample Total/NA

Solid 3510C 264009160-18420-B-1-G MS Matrix Spike TCLP

Solid 3510C 264009160-18420-B-1-H MSD Matrix Spike Duplicate TCLP

Analysis Batch: 264877

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8270D 264673160-18570-1 YMTFA 42 SO 030 TCLP

Solid 8270D 264673160-18570-2 YMTFA 42 SO 030D TCLP

Solid 8270D 264673160-18570-3 YMTFA 43 SO 030 TCLP
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QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

GC/MS Semi VOA (Continued)

Analysis Batch: 264877 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8270D 264673160-18570-4 YMTFA 43 SO 030D TCLP

Solid 8270D 264673LB 160-264502/1-B Method Blank TCLP

Solid 8270D 264673LCS 160-264673/2-A Lab Control Sample Total/NA

Solid 8270D 264673160-18420-B-1-G MS Matrix Spike TCLP

Solid 8270D 264673160-18420-B-1-H MSD Matrix Spike Duplicate TCLP

GC Semi VOA

Leach Batch: 263996

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18504-C-1-E MS Matrix Spike TCLP

Solid 1311160-18504-C-1-F MSD Matrix Spike Duplicate TCLP

Leach Batch: 264502

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18570-1 YMTFA 42 SO 030 TCLP

Solid 1311160-18570-2 YMTFA 42 SO 030D TCLP

Solid 1311160-18570-3 YMTFA 43 SO 030 TCLP

Solid 1311160-18570-4 YMTFA 43 SO 030D TCLP

Solid 1311LB 160-264502/1-C Method Blank TCLP

Prep Batch: 264676

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8151A 264502160-18570-1 YMTFA 42 SO 030 TCLP

Solid 8151A 264502160-18570-2 YMTFA 42 SO 030D TCLP

Solid 8151A 264502160-18570-3 YMTFA 43 SO 030 TCLP

Solid 8151A 264502160-18570-4 YMTFA 43 SO 030D TCLP

Solid 8151A 264502LB 160-264502/1-C Method Blank TCLP

Solid 8151ALCS 160-264676/2-A Lab Control Sample Total/NA

Solid 8151A 263996160-18504-C-1-E MS Matrix Spike TCLP

Solid 8151A 263996160-18504-C-1-F MSD Matrix Spike Duplicate TCLP

Analysis Batch: 265408

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8151A 264676160-18570-1 YMTFA 42 SO 030 TCLP

Solid 8151A 264676160-18570-2 YMTFA 42 SO 030D TCLP

Solid 8151A 264676160-18570-3 YMTFA 43 SO 030 TCLP

Solid 8151A 264676160-18570-4 YMTFA 43 SO 030D TCLP

Solid 8151A 264676LB 160-264502/1-C Method Blank TCLP

Solid 8151A 264676LCS 160-264676/2-A Lab Control Sample Total/NA

Solid 8151A 264676160-18504-C-1-E MS Matrix Spike TCLP

Solid 8151A 264676160-18504-C-1-F MSD Matrix Spike Duplicate TCLP

Prep Batch: 265573

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3550C160-18570-1 YMTFA 42 SO 030 Total/NA

Solid 3550C160-18570-2 YMTFA 42 SO 030D Total/NA

Solid 3550C160-18570-3 YMTFA 43 SO 030 Total/NA

Solid 3550C160-18570-4 YMTFA 43 SO 030D Total/NA

Solid 3550C160-18570-5 YMTFA 49 SO 005 Total/NA
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QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

GC Semi VOA (Continued)

Prep Batch: 265573 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3550C160-18570-6 YMTFA 36 SO 002 Total/NA

Solid 3550C160-18570-7 YMTFA 35 SO 002 Total/NA

Solid 3550C160-18570-8 YMTFA 32 SO 002 Total/NA

Solid 3550C160-18570-9 YMTFA 34 SO 002 Total/NA

Solid 3550CMB 160-265573/1-A Method Blank Total/NA

Solid 3550CLCS 160-265573/2-A Lab Control Sample Total/NA

Solid 3550C160-18570-1 MS YMTFA 42 SO 030 Total/NA

Solid 3550C160-18570-1 MSD YMTFA 42 SO 030 Total/NA

Analysis Batch: 265947

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8082A 265573160-18570-1 YMTFA 42 SO 030 Total/NA

Solid 8082A 265573160-18570-2 YMTFA 42 SO 030D Total/NA

Solid 8082A 265573160-18570-3 YMTFA 43 SO 030 Total/NA

Solid 8082A 265573160-18570-4 YMTFA 43 SO 030D Total/NA

Solid 8082A 265573160-18570-5 YMTFA 49 SO 005 Total/NA

Solid 8082A 265573160-18570-6 YMTFA 36 SO 002 Total/NA

Solid 8082A 265573160-18570-7 YMTFA 35 SO 002 Total/NA

Solid 8082A 265573160-18570-8 YMTFA 32 SO 002 Total/NA

Solid 8082A 265573160-18570-9 YMTFA 34 SO 002 Total/NA

Solid 8082A 265573MB 160-265573/1-A Method Blank Total/NA

Solid 8082A 265573LCS 160-265573/2-A Lab Control Sample Total/NA

Solid 8082A 265573160-18570-1 MS YMTFA 42 SO 030 Total/NA

Solid 8082A 265573160-18570-1 MSD YMTFA 42 SO 030 Total/NA

Metals

Leach Batch: 264502

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18570-1 YMTFA 42 SO 030 TCLP

Solid 1311160-18570-2 YMTFA 42 SO 030D TCLP

Solid 1311160-18570-3 YMTFA 43 SO 030 TCLP

Solid 1311160-18570-4 YMTFA 43 SO 030D TCLP

Solid 1311LB 160-264502/1-D Method Blank TCLP

Solid 1311160-18570-1 MS YMTFA 42 SO 030 TCLP

Solid 1311160-18570-1 MSD YMTFA 42 SO 030 TCLP

Prep Batch: 265083

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3010A 264502160-18570-1 YMTFA 42 SO 030 TCLP

Solid 3010A 264502160-18570-2 YMTFA 42 SO 030D TCLP

Solid 3010A 264502160-18570-3 YMTFA 43 SO 030 TCLP

Solid 3010A 264502160-18570-4 YMTFA 43 SO 030D TCLP

Solid 3010A 264502LB 160-264502/1-D Method Blank TCLP

Solid 3010ALCS 160-265083/2-A Lab Control Sample Total/NA

Solid 3010A 264502160-18570-1 MS YMTFA 42 SO 030 TCLP

Solid 3010A 264502160-18570-1 MSD YMTFA 42 SO 030 TCLP

TestAmerica St. Louis

Page 39 of 47 8/31/2016

1

2

3

4

5

6

7

8

9

10

11

12

13

14



QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Metals (Continued)

Analysis Batch: 265391

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 6010C 265083160-18570-1 YMTFA 42 SO 030 TCLP

Solid 6010C 265083160-18570-2 YMTFA 42 SO 030D TCLP

Solid 6010C 265083160-18570-3 YMTFA 43 SO 030 TCLP

Solid 6010C 265083160-18570-4 YMTFA 43 SO 030D TCLP

Solid 6010C 265083LB 160-264502/1-D Method Blank TCLP

Solid 6010C 265083LCS 160-265083/2-A Lab Control Sample Total/NA

Solid 6010C 265083160-18570-1 MS YMTFA 42 SO 030 TCLP

Solid 6010C 265083160-18570-1 MSD YMTFA 42 SO 030 TCLP

Leach Batch: 265540

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 1311160-18570-5 YMTFA 49 SO 005 TCLP

Solid 1311160-18570-6 YMTFA 36 SO 002 TCLP

Solid 1311160-18570-7 YMTFA 35 SO 002 TCLP

Solid 1311160-18570-8 YMTFA 32 SO 002 TCLP

Solid 1311160-18570-9 YMTFA 34 SO 002 TCLP

Solid 1311LB 160-265540/1-B Method Blank TCLP

Solid 1311LB 160-265540/1-C Method Blank TCLP

Solid 1311160-18570-5 MS YMTFA 49 SO 005 TCLP

Solid 1311160-18570-5 MSD YMTFA 49 SO 005 TCLP

Prep Batch: 265981

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3010A 265540160-18570-5 YMTFA 49 SO 005 TCLP

Solid 3010A 265540160-18570-6 YMTFA 36 SO 002 TCLP

Solid 3010A 265540160-18570-7 YMTFA 35 SO 002 TCLP

Solid 3010A 265540160-18570-8 YMTFA 32 SO 002 TCLP

Solid 3010A 265540160-18570-9 YMTFA 34 SO 002 TCLP

Solid 3010A 265540LB 160-265540/1-B Method Blank TCLP

Solid 3010ALCS 160-265981/2-A Lab Control Sample Total/NA

Solid 3010A 265540160-18570-5 MS YMTFA 49 SO 005 TCLP

Solid 3010A 265540160-18570-5 MSD YMTFA 49 SO 005 TCLP

Prep Batch: 266072

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7470A 264502160-18570-1 YMTFA 42 SO 030 TCLP

Solid 7470A 264502160-18570-2 YMTFA 42 SO 030D TCLP

Solid 7470A 264502160-18570-3 YMTFA 43 SO 030 TCLP

Solid 7470A 264502160-18570-4 YMTFA 43 SO 030D TCLP

Solid 7470ALB 160-266072/1-A Method Blank Total/NA

Solid 7470ALCS 160-266072/2-A Lab Control Sample Total/NA

Solid 7470A 264502160-18570-1 MS YMTFA 42 SO 030 TCLP

Solid 7470A 264502160-18570-1 MSD YMTFA 42 SO 030 TCLP

Prep Batch: 266099

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7470A 265540160-18570-5 YMTFA 49 SO 005 TCLP

Solid 7470A 265540160-18570-6 YMTFA 36 SO 002 TCLP

Solid 7470A 265540160-18570-7 YMTFA 35 SO 002 TCLP

Solid 7470A 265540160-18570-8 YMTFA 32 SO 002 TCLP

Solid 7470A 265540160-18570-9 YMTFA 34 SO 002 TCLP
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QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Metals (Continued)

Prep Batch: 266099 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7470A 265540LB 160-265540/1-C Method Blank TCLP

Solid 7470ALCS 160-266099/2-A Lab Control Sample Total/NA

Solid 7470A 265540160-18570-5 MS YMTFA 49 SO 005 TCLP

Solid 7470A 265540160-18570-5 MSD YMTFA 49 SO 005 TCLP

Analysis Batch: 266197

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 6010C 265981160-18570-5 YMTFA 49 SO 005 TCLP

Solid 6010C 265981160-18570-6 YMTFA 36 SO 002 TCLP

Solid 6010C 265981160-18570-7 YMTFA 35 SO 002 TCLP

Solid 6010C 265981160-18570-8 YMTFA 32 SO 002 TCLP

Solid 6010C 265981160-18570-9 YMTFA 34 SO 002 TCLP

Solid 6010C 265981LB 160-265540/1-B Method Blank TCLP

Solid 6010C 265981LCS 160-265981/2-A Lab Control Sample Total/NA

Solid 6010C 265981160-18570-5 MS YMTFA 49 SO 005 TCLP

Solid 6010C 265981160-18570-5 MSD YMTFA 49 SO 005 TCLP

Analysis Batch: 266428

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7470A 266072160-18570-1 YMTFA 42 SO 030 TCLP

Solid 7470A 266072160-18570-2 YMTFA 42 SO 030D TCLP

Solid 7470A 266072160-18570-3 YMTFA 43 SO 030 TCLP

Solid 7470A 266072160-18570-4 YMTFA 43 SO 030D TCLP

Solid 7470A 266072LB 160-266072/1-A Method Blank Total/NA

Solid 7470A 266072LCS 160-266072/2-A Lab Control Sample Total/NA

Solid 7470A 266072160-18570-1 MS YMTFA 42 SO 030 TCLP

Solid 7470A 266072160-18570-1 MSD YMTFA 42 SO 030 TCLP

Analysis Batch: 266478

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7470A 266099160-18570-5 YMTFA 49 SO 005 TCLP

Solid 7470A 266099160-18570-6 YMTFA 36 SO 002 TCLP

Solid 7470A 266099160-18570-7 YMTFA 35 SO 002 TCLP

Solid 7470A 266099160-18570-8 YMTFA 32 SO 002 TCLP

Solid 7470A 266099160-18570-9 YMTFA 34 SO 002 TCLP

Solid 7470A 266099LB 160-265540/1-C Method Blank TCLP

Solid 7470A 266099LCS 160-266099/2-A Lab Control Sample Total/NA

Solid 7470A 266099160-18570-5 MS YMTFA 49 SO 005 TCLP

Solid 7470A 266099160-18570-5 MSD YMTFA 49 SO 005 TCLP

General Chemistry

Analysis Batch: 265418

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid Moisture160-18570-1 YMTFA 42 SO 030 Total/NA

Solid Moisture160-18570-2 YMTFA 42 SO 030D Total/NA

Solid Moisture160-18570-3 YMTFA 43 SO 030 Total/NA

Solid Moisture160-18570-4 YMTFA 43 SO 030D Total/NA

Solid Moisture160-18570-5 YMTFA 49 SO 005 Total/NA

Solid Moisture160-18570-6 YMTFA 36 SO 002 Total/NA

TestAmerica St. Louis

Page 41 of 47 8/31/2016

1

2

3

4

5

6

7

8

9

10

11

12

13

14



QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

General Chemistry (Continued)

Analysis Batch: 265418 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid Moisture160-18570-7 YMTFA 35 SO 002 Total/NA

Solid Moisture160-18570-8 YMTFA 32 SO 002 Total/NA

Solid Moisture160-18570-9 YMTFA 34 SO 002 Total/NA

Solid Moisture160-18570-1 DU YMTFA 42 SO 030 Total/NA

Rad

Leach Batch: 264331

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid Dry and Grind160-18570-1 YMTFA 42 SO 030 Total/NA

Solid Dry and Grind160-18570-2 YMTFA 42 SO 030D Total/NA

Solid Dry and Grind160-18570-3 YMTFA 43 SO 030 Total/NA

Solid Dry and Grind160-18570-4 YMTFA 43 SO 030D Total/NA

Solid Dry and Grind160-18570-5 YMTFA 49 SO 005 Total/NA

Solid Dry and Grind160-18570-6 YMTFA 36 SO 002 Total/NA

Solid Dry and Grind160-18570-7 YMTFA 35 SO 002 Total/NA

Solid Dry and Grind160-18570-8 YMTFA 32 SO 002 Total/NA

Solid Dry and Grind160-18570-9 YMTFA 34 SO 002 Total/NA

Solid Dry and Grind160-18570-1 DU YMTFA 42 SO 030 Total/NA

Prep Batch: 265380

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid DPS-0 264331160-18570-1 YMTFA 42 SO 030 Total/NA

Solid DPS-0 264331160-18570-2 YMTFA 42 SO 030D Total/NA

Solid DPS-0 264331160-18570-3 YMTFA 43 SO 030 Total/NA

Solid DPS-0 264331160-18570-4 YMTFA 43 SO 030D Total/NA

Solid DPS-0 264331160-18570-5 YMTFA 49 SO 005 Total/NA

Solid DPS-0 264331160-18570-6 YMTFA 36 SO 002 Total/NA

Solid DPS-0 264331160-18570-7 YMTFA 35 SO 002 Total/NA

Solid DPS-0 264331160-18570-8 YMTFA 32 SO 002 Total/NA

Solid DPS-0 264331160-18570-9 YMTFA 34 SO 002 Total/NA

Solid DPS-0MB 160-265380/1-A Method Blank Total/NA

Solid DPS-0LCS 160-265380/2-A Lab Control Sample Total/NA

Solid DPS-0 264331160-18570-1 DU YMTFA 42 SO 030 Total/NA

Prep Batch: 265399

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid Ext_Chrom_LSC160-18570-1 YMTFA 42 SO 030 Total/NA

Solid Ext_Chrom_LSC160-18570-2 YMTFA 42 SO 030D Total/NA

Solid Ext_Chrom_LSC160-18570-3 YMTFA 43 SO 030 Total/NA

Solid Ext_Chrom_LSC160-18570-4 YMTFA 43 SO 030D Total/NA

Solid Ext_Chrom_LSC160-18570-5 YMTFA 49 SO 005 Total/NA

Solid Ext_Chrom_LSC160-18570-6 YMTFA 36 SO 002 Total/NA

Solid Ext_Chrom_LSC160-18570-7 YMTFA 35 SO 002 Total/NA

Solid Ext_Chrom_LSC160-18570-8 YMTFA 32 SO 002 Total/NA

Solid Ext_Chrom_LSC160-18570-9 YMTFA 34 SO 002 Total/NA

Solid Ext_Chrom_LSCMB 160-265399/1-A Method Blank Total/NA

Solid Ext_Chrom_LSCLCS 160-265399/2-A Lab Control Sample Total/NA

Solid Ext_Chrom_LSC160-18570-1 DU YMTFA 42 SO 030 Total/NA
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QC Association Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Rad (Continued)

Prep Batch: 265690

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid LSC_Dist_Susp160-18570-1 YMTFA 42 SO 030 Total/NA

Solid LSC_Dist_Susp160-18570-2 YMTFA 42 SO 030D Total/NA

Solid LSC_Dist_Susp160-18570-3 YMTFA 43 SO 030 Total/NA

Solid LSC_Dist_Susp160-18570-4 YMTFA 43 SO 030D Total/NA

Solid LSC_Dist_Susp160-18570-5 YMTFA 49 SO 005 Total/NA

Solid LSC_Dist_Susp160-18570-6 YMTFA 36 SO 002 Total/NA

Solid LSC_Dist_Susp160-18570-7 YMTFA 35 SO 002 Total/NA

Solid LSC_Dist_Susp160-18570-8 YMTFA 32 SO 002 Total/NA

Solid LSC_Dist_Susp160-18570-9 YMTFA 34 SO 002 Total/NA

Solid LSC_Dist_SuspMB 160-265690/1-A Method Blank Total/NA

Solid LSC_Dist_SuspLCS 160-265690/2-A Lab Control Sample Total/NA

Solid LSC_Dist_Susp160-18570-2 MS YMTFA 42 SO 030D Total/NA

Solid LSC_Dist_Susp160-18570-1 DU YMTFA 42 SO 030 Total/NA

TestAmerica St. Louis

Page 43 of 47 8/31/2016

1

2

3

4

5

6

7

8

9

10

11

12

13

14



Surrogate Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8260C - Volatile Organic Compounds by GC/MS
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (84-120) (83-117) (85-115) (85-115)

BFB 12DCE TOL DBFM

102 107 104 107LCS 160-265832/3

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

BFB = 4-Bromofluorobenzene (Surr)

12DCE = 1,2-Dichloroethane-d4 (Surr)

TOL = Toluene-d8 (Surr)

DBFM = Dibromofluoromethane (Surr)

Method: 8260C - Volatile Organic Compounds by GC/MS
Prep Type: TCLPMatrix: Solid

Lab Sample ID Client Sample ID (84-120) (83-117) (85-115) (85-115)

BFB 12DCE TOL DBFM

104 110 103 106160-18570-1

Percent Surrogate Recovery (Acceptance Limits)

YMTFA 42 SO 030

98 104 98 103160-18570-2 YMTFA 42 SO 030D

103 114 101 107160-18570-3 YMTFA 43 SO 030

107 116 106 110160-18570-4 YMTFA 43 SO 030D

99 110 99 105160-18570-4 MS YMTFA 43 SO 030D

102 109 102 108160-18570-4 MSD YMTFA 43 SO 030D

101 105 102 101LB 160-265388/1-A Method Blank

Surrogate Legend

BFB = 4-Bromofluorobenzene (Surr)

12DCE = 1,2-Dichloroethane-d4 (Surr)

TOL = Toluene-d8 (Surr)

DBFM = Dibromofluoromethane (Surr)

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (49-100) (51-98) (37-95) (60-113) (45-94) (46-92)

TBP NBZ PHL TPH FBP 2FP

92 84 78 104 87 79LCS 160-264673/2-A

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

TBP = 2,4,6-Tribromophenol (Surr)

NBZ = Nitrobenzene-d5 (Surr)

PHL = Phenol-d5 (Surr)

TPH = Terphenyl-d14 (Surr)

FBP = 2-Fluorobiphenyl (Surr)

2FP = 2-Fluorophenol (Surr)
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Surrogate Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
Prep Type: TCLPMatrix: Solid

Lab Sample ID Client Sample ID (49-100) (51-98) (37-95) (60-113) (45-94) (46-92)

TBP NBZ PHL TPH FBP 2FP

84 79 70 102 80 67160-18420-B-1-G MS

Percent Surrogate Recovery (Acceptance Limits)

Matrix Spike

76 76 68 8098 64160-18420-B-1-H MSD Matrix Spike Duplicate

83 83 66 8294 66160-18570-1 YMTFA 42 SO 030

77 72 52 7585 58160-18570-2 YMTFA 42 SO 030D

98 101 S 71 99 S110 80160-18570-3 YMTFA 43 SO 030

84 79 57 7994 63160-18570-4 YMTFA 43 SO 030D

101 S 93 82 92112 84LB 160-264502/1-B Method Blank

Surrogate Legend

TBP = 2,4,6-Tribromophenol (Surr)

NBZ = Nitrobenzene-d5 (Surr)

PHL = Phenol-d5 (Surr)

TPH = Terphenyl-d14 (Surr)

FBP = 2-Fluorobiphenyl (Surr)

2FP = 2-Fluorophenol (Surr)

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (23-146)

DCB2

88160-18570-1

Percent Surrogate Recovery (Acceptance Limits)

YMTFA 42 SO 030

107LCS 160-265573/2-A Lab Control Sample

Surrogate Legend

DCB = DCB Decachlorobiphenyl (Surr)

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (23-146)

DCB1

87160-18570-1 MS

Percent Surrogate Recovery (Acceptance Limits)

YMTFA 42 SO 030

95160-18570-1 MSD YMTFA 42 SO 030

102160-18570-2 YMTFA 42 SO 030D

97160-18570-3 YMTFA 43 SO 030

95160-18570-4 YMTFA 43 SO 030D

101160-18570-5 YMTFA 49 SO 005

94160-18570-6 YMTFA 36 SO 002

88160-18570-7 YMTFA 35 SO 002

86160-18570-8 YMTFA 32 SO 002

68160-18570-9 YMTFA 34 SO 002

109MB 160-265573/1-A Method Blank

Surrogate Legend

DCB = DCB Decachlorobiphenyl (Surr)
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Surrogate Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: 8151A - Herbicides (GC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (56-147)

DCPA2

115LCS 160-264676/2-A

Percent Surrogate Recovery (Acceptance Limits)

Lab Control Sample

Surrogate Legend

DCPA = 2,4-Dichlorophenylacetic acid

Method: 8151A - Herbicides (GC)
Prep Type: TCLPMatrix: Solid

Lab Sample ID Client Sample ID (56-147)

DCPA2

94160-18504-C-1-E MS

Percent Surrogate Recovery (Acceptance Limits)

Matrix Spike

107160-18504-C-1-F MSD Matrix Spike Duplicate

91160-18570-1 YMTFA 42 SO 030

100160-18570-2 YMTFA 42 SO 030D

93160-18570-3 YMTFA 43 SO 030

87160-18570-4 YMTFA 43 SO 030D

78LB 160-264502/1-C Method Blank

Surrogate Legend

DCPA = 2,4-Dichlorophenylacetic acid
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Tracer/Carrier Summary
TestAmerica Job ID: 160-18570-1Client: Alliant Corporation

Project/Site: ORNL Y-12 Outfall 200 Characterization

Method: SR-03-RC - Total Beta Strontium (GFPC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (40-110)

Sr (C)

82.2160-18570-1

Percent Yield (Acceptance Limits)

YMTFA 42 SO 030

84.3160-18570-1 DU YMTFA 42 SO 030

83.9160-18570-2 YMTFA 42 SO 030D

82.3160-18570-3 YMTFA 43 SO 030

86.4160-18570-4 YMTFA 43 SO 030D

84.8160-18570-5 YMTFA 49 SO 005

61.2160-18570-6 YMTFA 36 SO 002

84.4160-18570-7 YMTFA 35 SO 002

87.6160-18570-8 YMTFA 32 SO 002

86.8160-18570-9 YMTFA 34 SO 002

90.4LCS 160-265380/2-A Lab Control Sample

90.3MB 160-265380/1-A Method Blank

Tracer/Carrier Legend

Sr (C) = Sr Carrier

Method: TC-02-RC - Technetium-99 (LSC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (30-110)

Tc-99m

98.7160-18570-1

Percent Yield (Acceptance Limits)

YMTFA 42 SO 030

89.9160-18570-1 DU YMTFA 42 SO 030

95.2160-18570-2 YMTFA 42 SO 030D

84.5160-18570-3 YMTFA 43 SO 030

92.5160-18570-4 YMTFA 43 SO 030D

91.5160-18570-5 YMTFA 49 SO 005

90.4160-18570-6 YMTFA 36 SO 002

81.5160-18570-7 YMTFA 35 SO 002

85.1160-18570-8 YMTFA 32 SO 002

98.2160-18570-9 YMTFA 34 SO 002

93.4LCS 160-265399/2-A Lab Control Sample

109MB 160-265399/1-A Method Blank

Tracer/Carrier Legend

Tc-99m = Tc-99m
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